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Microfluidic spirals were used to successfully separate rare solid components from

unpretreated human whole blood samples. The measured separation ratio of the

spirals is the factor by which the concentration of the rare component is increased

due to the Dean effect present in a flow profile in a curved duct. Different rates of

dilution of the blood samples with a phosphate-buffered solution were investigated.

The diameters of the spherical particles to separate ranged from 2 lm to 18 lm. It

was found that diluting the blood to 20% is optimal leading to a separation ratio up

to 1.97. Using two spirals continuously placed in a row led to an increase in separa-

tion efficacy in samples consisting of phosphate-buffered solution only from 1.86 to

3.79. Numerical investigations were carried out to display the flow profiles of

Newtonian water samples and the shear-thinning blood samples in the cross-section

of the experimentally handled channels. A macroscopic difference in velocity

between the two rheologically different fluids could not be found. The macroscopic

Dean flow is equally present and useful to help particles migrate to certain equilib-

rium positions in blood as well as lower viscous Newtonian fluids. The investigations

highlight the potential for using highly concentrated, very heterogeneous, and non-

Newtonian fluidic systems in known microsystems for screening applications.
VC 2015 AIP Publishing LLC. [http://dx.doi.org/10.1063/1.4927649]

I. INTRODUCTION

The separation of rare components of the blood from patients is of great importance for the

disease diagnosis and its subsequent treatment. In this regard, blood screening for pathogenic

bacteria1 or circulating tumor cells (CTC)2–4 has become of interest to the scientific community

in recent years as this poses not only a scientific challenge but also holds great potential for the

application in resource limited environments as a point-of-care diagnostic tool.5 Since whole

blood samples contain a high number of diverse cellular components with a concentration of

about 40–45 vol. %,6–8 separation is often either done from highly diluted or pretreated sam-

ples2,3 or at very low volume flow rates.9,10 With focus on point-of-care-devices, processing the

blood sample prior to separation should be reduced to a minimum, while the volume flow rate

should enable a reasonably high throughput.
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Microfluidic separation devices may rely on different physical principles from the field-

flow fractionation amongst which one finds sedimentation by gravity,11 magnetophoresis,12,13 or

the Dean-effect in curved channels.1–4,14–17 The latter is the reason for particles of certain sizes

to focus in an equilibrium position in the cross-section of a microfluidic spiral. The effect was

analytically described by and named after Dean18,19 and is characterized by a cross-sectional

flow consisting of two counter-rotating vortices which establish due to the curvature of the

duct. In case of colloidal suspensions, the forces acting on a particle in the flow are the wall

lift force, the inertial lift force, and the drag force coming from the Dean flow. If these forces,

which mainly depend on the particles’ diameter, but also on the fluid’s viscosity and den-

sity,15,20 balance, particles of distinct characteristics will be trapped in the cross-sectional equi-

librium position close to the inner wall and will be transported along the channel by the pri-

mary flow, as schematically shown in Fig. 1. By splitting the outlet, the volumetric fraction

containing those particles is separated from the flow, and the concentration of the particles in

the fraction is increased compared to the initial sample.

The flow-focusing driven by the Dean-effect has been investigated by Di Carlo

et al.14,21–23 with the focus on describing properly the different forces involved leading to equi-

librium positions of particles in a duct’s cross-section. Bhagat et al.15,24 concentrated on sepa-

rating multidisperse particles in a number of parallel outlets. Dutz et al.16,17 proved that the

effect is independent from buoyancy by using magnetic particles with their density being more

than twice the carrier liquid’s density. Very recent investigations into using the spirals for the

separation of circulating tumor cells from highly diluted or lysed blood samples by Hou et al.,2

and Warkiani et al.3 showed that the spirals are adequate for cancer cell extraction and that

optimizing the spiral’s cross-section by a trapezoidal profile leads to a more distinct separation

than the rectangular one. Kim et al.4 investigated the influence of various geometrical and flu-

idic parameters on the flow focusing effect, and proved that for a binary mixture of human leu-

kocytes and CTCs a two step separation is an efficient way of concentrating the CTCs.

The Dean-effect is characterized by the dimensionless Dean-number19,25,26

De ¼ qDhv

g

ffiffiffiffiffiffi
Dh

2R

r
; (1)

with R denoting the radius of the channel’s curvature, g the fluid’s viscosity, v the mean pri-

mary flow velocity, q the fluid’s density, and Dh the hydraulic diameter being calculated by the

cross-sectional area A and the wetted perimeter P (Dh ¼ A=4P). The forces present in the

FIG. 1. Rectangular cross-section of the microfluidic spiral, the direction of the vortex-flow is marked by the depicted

arrows, the equilibrium position taken by distinct particles is close to the inner channel’s wall.
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cross-section can be summed up in the Stokes-based Dean drag15 and the net lift force. The

Dean drag

FD ¼ 3pgvDdP (2)

contains the suspension’s viscosity g, the particles’ size dP, and the vortices’ mean velocity vD.

The net lift force is described by15,20

FL ¼ q _cCLd4
P; (3)

with q denoting the suspension’s density, the shear-rate _c, and the lift-coefficient CL mostly

given as15 0.5.

Besides the force balance, the length of the spiral channel has to meet a minimum criterion

to guarantee that particles while flowing with the primary flow have sufficient time to migrate

to the cross-sectional equilibrium position. The minimum length of the channel, according to

Bhagat et al.,15 is derived from the time that a particle needs to migrate in the cross-section.

This time frame, given the primary flow’s velocity v leads to the channel length L by

L ¼ v

vD
� LM; (4)

with LM¼Dh being the migration length and vD the Dean velocity, which can be derived from

Eqs. (2) and (3).

The present study aimed at investigating the efficacy of the microfluidic spirals when using

a low rate of dilution of human whole blood samples. The efficacy was also tested for a contin-

uous two-step separation device consisting of two spirals arranged in a row. Microspheres of

different sizes dispersed in the blood samples were used as model system for an unspecified

rare component which was to be separated from the blood. Insight gained from these investiga-

tions can then be transferred and adapted to specific tasks in separating rare solid components

from a highly concentrated fluidic system. The study thereby focuses on the very basic transport

phenomenon in the Dean flow being strongly influenced by hydrodynamic interactions. In addi-

tion to experiments, a numerical simulation of the flow profile in the duct was carried out con-

sidering a shear-thinning model for the blood’s viscosity. The latter is presented in Section II

and helps with comparing the flow profile of a Newtonian with the present non-Newtonian

fluid. The experimental setup is described in detail in Section III consisting of the microfabrica-

tion process and the fluidic system under investigation.

II. SIMULATION OF FLOW PROFILE

A prerequisite of the numerical simulation of flow profile in the curved duct’s cross-section

is the rheological model for the fluid. It was assumed here that the fluidic properties of the carrier

liquid dominate the macroscopic flow behavior, which is why the secondary flow was simulated

with regards to the carrier liquid only. Simulations were carried out with water as reference fluid

and whole blood as carrier liquid. Water is a Newtonian fluid with a viscosity of about 1 mPa s at

room temperature.27 Whole blood is a non-Newtonian, shear-thinning fluid. Its viscosity depends

on the shear-rate applied and can be described either by the Carreau-Yasuda-model28 or the

Quemada-model.7 The viscosity according to the first model is written as

g ¼ g1 þ ðg0 � g1Þð1þ ðk _cÞaÞðn�1Þ=a; (5)

with the viscosity g1 ¼ 0:0035 Pa s for an infinitely large, and g0¼ 0.16 Pa s for a vanishing

shear-rate, and with the parameters k¼ 8.2 s, a¼ 0.64, and n¼ 0.2128 according to Boyd

et al.28 The shear-rate is denoted with _c. The viscosity according to the Quemada-model reads

g ¼ g0ð1� 0:5Hct � kQÞ�2; (6)
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with g0¼ 0.00167 Pa s, and a hematocrit of Hct¼ 0.45. The intrinsic viscosity kQ is defined by

kQ ¼
k0 þ k1 _c= _ccð Þ0:5

1þ _c= _ccð Þ0:5
; (7)

with the intrinsic viscosity k1 ¼ 1:5 for an infinitely large and k0¼ 4 for a vanishing shear-

rate. The critical shear-rate _cc is given with 5 s�1 according to Marcinkowska-Gapi�nska et al.7

Comparing both models leads to the flow curves presented in Fig. 2 in the shear rate range

from 0.0001 s�1 to 100 000 s�1. For very low shear-rates, the models predict a fluid being about

150 times more viscous than water, while for shear-rates above 1000 s�1 the blood is described

as being only 3 to 4 times more viscous than the reference fluid.

The numerical simulation of the flow in the curved duct was carried out with Fluent

(ANSYS, Inc., Canonsburg, PA, USA). To solve the steady-state formulation of the equations

of motion of the flow, a pressure-based laminar solver is used. The inlet is modeled as a veloc-

ity inlet, where the mean velocity on the cross-section is set. The outlet is modeled as pressure

outlet, with no pressure beyond the ambient pressure being applied. The channel walls are

impermeable, and the no-slip condition applies. The blood’s viscosity is introduced by a user-

defined-function (UDF), and since the Quemada- and the Carreau-Yasuda-models lead to very

similar results, the first one is chosen for the simulations implementing a hematocrit of 45%.

The solution is calculated on a five quarter circle, see Fig. 3. The inlet is positioned at 90�, the

outlet at 180� at a radius of 6 mm. The geometry is discretized at roughly 1.4 � 106 nodes with

hexahedral mesh elements, with a uniform node to node spacing.

To achieve a valid comparison of water and blood flowing through the duct, the Reynolds

number

Re ¼ qDhv

g
; (8)

with q being the fluid’s density, g its viscosity, Dh being the characteristic length scale, and v
the fluid’s mean velocity must be equal in both cases. Since the blood’s viscosity is approxi-

mately the fourfold of the water’s viscosity, the velocity is also assumed to be fourfold. To

emphasize the Dean effect in the flow, the mean velocity for the water simulation is set to 5 m/s,

while the velocity for blood is chosen to be 20 m/s. These values are merely used for compari-

son of the Dean effect in the two rheologically different fluids. The high velocity does not have

a relevance in the experiments conducted and described in Sec. III. Fig. 4(a) depicts the flow

profile in water, while 4(b) presents the blood’s flow profile. The Dean-effect can be identified

FIG. 2. Viscosity is presented here in dependence on the shear-rate for the Carreau-Yasuda-blood-model (dashed red line)

and the Quemada-blood-model (solid black line).
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by the presence of a secondary flow profile, which is depicted by the arrows. A two-dimensional

cross-sectional flow with a maximum of 0.24 m/s (water) and 0.94 m/s (blood) establishes due to

the curvature of the duct. The maximum primary flow (color mapped), characterized by a para-

bolic profile in straight ducts, is shifted to the outer wall of the duct, resulting in a cross-

sectional pressure gradient which drives the secondary flow. The maximum velocity along the

duct is approximately two times the mean inlet velocity in both fluids. Fig. 4 emphasizes that

the Dean-effect is equally present in both water and blood, which are rheologically rather differ-

ent fluids.

The relevant question for the experiments is the order of magnitude of the shear rate, since

it directly influences the fluid’s viscosity. Fig. 5 presents the shear rate over the cross-section’s

width at 180� at different heights in the channel, when blood flows through the duct at a mean

velocity of (a) 0.3 m/s and (b) 1.6 m/s. All simulated values are larger than 700 s�1 which, if

considering Fig. 2, stresses the fact that the shear in the cross-section should most likely evoke

a Newtonian behavior of the blood. The Dean-effect is thereby a reasonable Ansatz for separat-

ing particles from blood flow in microfluidic spirals. The numerical treatment of the interaction

between solid cellular components of the blood and the experimentally dispersed particles to

separate has to be considered as a highly complex numerical task which cannot be addressed

within the present work.

III. EXPERIMENTAL SETUP

A. Design parameters of the microfluidic spirals

The design of the microfluidic spirals is bound to several constraints concerning flow and

geometry. Di Carlo et al.14 found out that focusing of particles is only possible if the relative

particle size dP=Dh exceeds 0.07, while the Dean number De should be larger than 1. At the

same time, the minimum length of the spiral has to be respected to enable particles to migrate

across the channel’s cross-section while being transported along the duct by the primary flow.

A constraint for the volume flow rate comes from the polymer used to fabricate the channels.

Previous investigations17 suggest a maximum flow rate of about 100 ll/min–150 ll/min, other-

wise the high pressure inside the channels leads to a rupture of the bond between the two poly-

mer pieces that form the channel or to a deformation of the cross-section leading to a reduction

in efficacy of the flow focusing.4 The last condition concerns the multiple step separation. If

keeping the cross section constant along different steps of separation, a bisection of the volume

flow rate from one spiral to the following is the result. The Dean number

FIG. 3. Geometry used for simulations in Fluent (ANSYS, Inc., Canonsburg, PA, USA).
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De ¼ qDhv

g

ffiffiffiffiffiffi
Dh

2R

r
(9)

is then also bisected, unless the spiral’s radius R is adapted. The channel’s height and width are

chosen to be approximately 50 lm for particle sizes from 6 to 15 lm. For those reasons, the ba-

sic spirals radii are chosen to be 6 mm, 4 mm, 2.5 mm, and 2 mm with respective volume flow

rates in the range of 100–150 ll/min in the large, 50–75 ll/min in the medium, and 25–30 ll/min

in the small spiral.

B. Microfabrication

The microfluidic chips were made from polydimethylsiloxane (PDMS, Sylgard184,

DowCorning, Midland, MI, USA) which was cast from a mold containing the negative image

of the spirals’ structure. The mold was prepared by layering a silica wafer with a negative pho-

toresist (SU-8 2075, Microchem, Newton, USA). The layer’s thickness determines the channel’s

FIG. 4. Primary (color mapped) and secondary (arrows) flow profile in the duct’s cross-section at 180�. Rheological models

for (a) water and (b) blood were applied. The mean inlet velocity was chosen to be (a) 5 m/s and (b) 20 m/s for matching

Reynolds numbers.
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height. The exposure of the photoresist to UV-light triggers cross-linking processes which hard-

ens the polymer. A transparency sheet was used as mask (CAD/Art Services, Bandon, USA) to

project the channel’s structure onto the photoresist during exposure. After casting and curing,

the PDMS (10 parts base, 1 part curing agent) was peeled off the mold, the in- and outlet ports

were created by hole punchers, and the chips were catalyst bond onto glass slides by dipping

the PDMS tiles into the polymer’s curing agent before placing them onto the slides.29 In a prior

step, the glass slides were coated with PDMS (3 parts base, 1 part curing agent).

The experiments that we conducted can be divided into two different stages, both aiming at

designing a multiple-step chip with two to three spiral channels placed in a row. Each spiral’s

outlet was split into two equal fractions, the inner one assumingly carrying the microspheres,

see Fig. 6.

The first experimental stage focused on individual spirals with radii of 6 mm, 4 mm, 2.5 mm,

and 2 mm for the outer turn, and using three different volume inflow rates each. The second stage

aimed at optimizing the channel’s length and interconnecting spirals of radii of 6 mm and 4 mm.

The rectangular cross-section was 55 lm wide and either 65 lm or 47 lm high, leading to a hy-

draulic diameter of either 60 lm or 51 lm, respectively. The channels’ lengths were approxi-

mated by the length of all turns using the mean radius of the spiral, the outflow channel was con-

sidered as radius of the outer turn. The specific geometric parameters are summed up in Table I.

C. Fluidic system

The carrier liquid of the fluidic samples investigated within this work consisted of phos-

phate buffered saline with 2 mM ethylenediaminetetraacetic acid (99.4%–100.06%, Cat. No.

E9884; Sigma Aldrich, Inc., St. Louis, MO, USA) and 0.5% bovine serum albumin (FractionV,

FIG. 5. Shear-rate across the duct’s width at 180�. The mean inlet velocity is (a) 0.3 m/s and (b) 1.6 m/s.
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approximately 99%; Cat. No. A3059; Sigma Aldrich, Inc., St. Louis, MO, USA), (cb¼ 0) or

buffer and human whole blood mixtures of 20% blood (cb¼ 0.2) or more (cb> 0.2). The rare

component to separate from the carrier liquid was represented by glass (qgl¼ 2200 kg/m3) and

polystyrene microspheres (qps¼ 1000 kg/m3, micromer
VR

, micromod Partikeltechnologie,

Germany) of different sizes from 2 lm to 18 lm which were separately dispersed in samples of

approximately 1.5 ml. Buoyancy in the case of glass spheres due to the difference in density of

the carrier liquid and the particles can be neglected, since former investigations of Dutz et al.17

revealed that the separation by the Dean effect is not affected by buoyancy. The number of the

particles in the samples was kept constant throughout the experiments and was determined to

approximately 350 particles/ll, while the minimum number of red blood cells (cb¼ 0.2) was

approximately 106 cells/ll.

The particles’ sizes were determined by a light scattering method with the Mastersizer

Hydro 2000SM (Malvern Instruments Ltd, Worcestershire, UK). The particle size distribution is

presented in Fig. 7 as cumulative frequency in dependence from the particles’ diameters. The av-

erage diameter d50 is obtained by the measurements and leads to individual particle sizes of

2.4 lm, 6.8 lm, 9.7 lm, and 18.1 lm. The specific fluidic parameters are summed up in Table II.

The parameters were used in the following to determine the Dean number, the dimensionless di-

ameter as quotient of the particle size dp, and the channel’s hydraulic diameter Dh.

D. Experimental procedure

The samples of 1.5 ml were mixed right before carrying out the experiment. The whole

blood samples were never older than five days after donation. A potential degeneration of the

cellular content was thereby reproducibly kept low, and aging effects of the samples did not

influence the experimental output. The samples were additionally kept cool, and in evacuated

and EDTA coated vials. After mixing, the inlet sample was pushed through the chip by a syringe

pump. The volume rate used depended on the radius of the spiral channel (see Table III). The

samples at the outlets flowed into microcentrifuge tubes. They were either analyzed directly or

diluted with DI water first to facilitate the identification and the counting of the particles. To

minimize problems with sedimentation of the solid components in the inlet sample, the syringe

pump was positioned vertically and the experimental run-time was kept short (mostly 2–4 min).

FIG. 6. On the left: drawing of the individual spiral, in- and outlet ports are marked. On the right: drawing of the two-step

separation chip with the identification of the in- and outlet ports, including their labels.

TABLE I. Design parameters of the microfluidic spirals for separation.

Radius (outer turn) (mm) 6.0 4.0 2.5 2.0

Height (lm) 47; 65

Width (lm) 55 35; 55

Spacing between turns (lm) 200 150

Number of turns 3.5; 5.5 5.5

Approx. length (mm) 132; 196 125 75 60
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The specific parameters for carrying out the experiments with single spirals are summed up in

Table III. Experiments with the two-step separation were all carried out at an inflow rate of

100 ll/min, at concentrations of either cb¼ 0 or cb¼ 0.2, and with particles of the size of

d50¼ 6.8 lm or d50¼ 9.7 lm.

The evaluation of the efficacy of the experiments is described by the separation ratio (also

known as “enrichment ratio”)

sr ¼
cio

cav
¼ cio

Vio

Vt
cio þ

Voo

Vt
coo

; (10)

with cioðooÞ being the concentration of particles in the inner (outer) outlet and VioðooÞ being the

volume obtained at the inner (outer) outlet. The total volume at the outlets as sum of Vio and

Voo is denoted Vt. The individual volumes at the outlets were measured with a pipette, while

the particle concentrations were determined by counting particles using a hemocytometer. The

particle count for each experiment was done with at least two different samples per outlet

FIG. 7. Particle size distribution of four different samples of particles from 2 lm to 18 lm in diameter.

TABLE II. Relevant parameters of the fluidic system which are used to approximate experimental numbers, such as the

Dean number, or the dimensionless diameter.

Carrier liquid Water Whole blood

Density (kg/m3) 1000 1200

Viscosity (Pa s) 0.001 0.004

Particles Polystyrene Glass

d10 (lm) 1.5; 3.8; 6.8 11.9

d50 (lm) 2.4; 6.8; 9.7 18.1

d90 (lm) 4.7; 11.7; 13.8 27.6

TABLE III. Parameters for setting up the experiments with single spirals.

Radius (outer turn) (mm) 6.0 4.0 2.5 2.0

Volume flow (ll/min) 150; 100; 50 75; 50; 25 25; 10; 8

Time (min) 2–3 3–8 8–10

Concentration cb 0; 0.2; 0.5 0; 0.2 0.2

Particle size (lm) 6.8; 9.7; 18.1 2.4; 6.8; 9.7; 18.1 6.8; 9.7; 18.1 6.8; 9.7
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fraction, and 200–1000 particles per experiment were counted. The results obtained from the

experimental studies described here are presented in Section IV including their discussion.

IV. RESULTS AND DISCUSSION

The results and discussion are subdivided into a first section concerning the single spirals’

experiments and a second section about the multiple-step spirals.

A. Single spirals

The use of different solvents and/or particle concentrations in our spirals leads to different

efficacies of particle separations (Fig. 8). The experimental results are separately presented for

buffer-only (cb¼ 0) and blood-carrying (cb > 0) samples in Figs. 8(a) and 8(b). The experi-

ments are characterized by the Dean number resulting from the geometric and fluidic parame-

ters of each experimental run and the relative particle size (dp=Dh). The color mapping of the

individual symbols represents the efficacy of the separation by the separation ratio sr. Since the

splitter of the outlet port splits the flow in half, the theoretical maximum separation ratio is 2.

The splitter depends on the exact geometry of the outlets and the pressure in the fluid. If the

geometry of the two outlet ports in the experiments slightly varies or a cross-sectionally inho-

mogeneous distribution of the blood cells is present, the fractions’ volumes might as well

slightly differ then potentially leading to larger values than sr¼ 2. The black dashed lines mark

FIG. 8. Separation ratio sr (color mapping) is presented while categorizing the experiments by the Dean number and the rel-

ative particle size (dp=Dh). (a) Carrier liquid is the phosphate-buffered solution (cb¼ 0); (b) carrier liquid contains human

whole blood and the phosphate-buffered solution (cb > 0). Left of and below the dashed lines separation is rated as

insufficient.
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the area where separation of the particles from the sample is regarded to be successful. The

Dean number is larger than 1.00 in this area while the relative particle size is larger than 0.12.

For the blood-free samples, the efficacy for those parameters ranged from 1.69 to 2.19. Fig.

8(b) depicts the separation ratios for the blood-containing samples, where most of the samples

were prepared as one part blood with four parts buffered carrier liquid (cb¼ 0.2). The efficacy

of separation for De > 1:00 and dp=DH > 0:12 was 1.34 in its minimum and 1.97 in the maxi-

mum. The decrease in efficacy results from the number of blood cells present in the sample.

Assuming a hematocrit of 45% still leaves the diluted sample with not less then 9% cellular

components, and a concentration of red blood cells (RBC) of approximately 106 cells/ll. It is

especially this high concentration of RBCs that influences the establishment of the Dean vorti-

ces and the cross-sectional migration of the spherical particles. Due to hydrodynamic interaction

between cells and particles, the efficacy of the separation process is diminished. A second rea-

son for the decrease in efficacy can be found in the size of the RBCs. With a diameter of

approximately 6–8 lm in their disk-like direction,8 they might also tend to migrate across the

cross-section, and keep spherical particles out. Further experimental investigations have to focus

on shape-specific separation properties for spheres, rods, disks, etc.

With an increase in the relative particle size and for Dean numbers exceeding 1.00, the sep-

aration efficacy can also be increased in dependence of the sample’s blood concentration, as

summed up in Fig. 9, where the separation ratio is presented depending on the relative particle

size. The filled symbols are mean values for the separation efficacy averaged over all experi-

ments conducted for the specific relative particle size where the Dean number exceeds 1.00. The

corresponding open symbols stand for the experiments with Dean numbers smaller than 1.00,

which were rated as “failing separation purposes” by considering Fig. 8. The error bars in Fig. 9

represent the deviation from the average value throughout the experiments. Fig. 9 supports the

idea of dividing the experimental results into two categories by their respective Dean number,

which means that the fluid’s primary velocity, its viscosity, density, and the channel’s geometry

have to meet certain criteria to enable the separation of the particles taking place. Still there is a

dependence of the efficacy on the relative particle size emphasizing that very small particles can-

not be focused in an equilibrium position, and separation therefore fails. The last aspect drawn

from the figure is the blood concentration. A large number of experiments containing 20% of

whole blood were conducted and were found to be still reasonably successful, while higher con-

centrations led to less efficient separation, and experimental challenges such as the pressure

along the channel.

To further increase the efficacy in only one separation step, a geometrically asymmetric

splitter leading to the outlet ports was tested. Generally speaking, the volume flow in a channel

can be linked to the pressure difference between the channel’s inlet and outlet by30

FIG. 9. Separation efficacy in dependence from the relative particle size, where • and � stand for blood containing sam-

ples, while � represents bloodless samples. Open symbols depict mean efficacy of experiments run with Dean numbers

being smaller than 1.00, while filled symbols represent those with Dean numbers exceeding 1.00.
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Dp ¼ R _V ; (11)

where _V denotes the volume flow, Dp the pressure difference between inlet and outlet of the

channel, and R the fluidic resistance. The latter depends on the channel’s geometry, and can be

written as9,30,31

R ¼ 12gl

h3w
1� 6

h

w

X1
n¼1

k�5
n tanh kn

w

h

� �� � !�1

(12)

for rectangular channels if the height h is shorter than the width w (if h>w: symbols are

accordingly switched in Eq. (12)). The length of the channel is denoted by l, the fluid’s vis-

cosity by g, and kn ¼ ð2nþ 1Þ=2p. Since multiple heights in the same microfluidic spiral can-

not be easily achieved, it is either the shorter length or a narrower width that leads to an

increase in resistance in the inner of the two outlets. Since the pressure drop along both outlet

channels is identical, the increase in resistance leads to a reduction in the volume flow. If the

particles still flow with the inner fraction, their concentration can be increased in comparison

with the symmetric splitter. The outlets were designed with a width for the inner outlet of

40 lm, while the outer was kept at 55 lm. The experimental results for spirals of a radius of

6 mm, with 3.5 windings, an inflow rate of 100 ll/min, and particles of the size of 6 lm dis-

persed in the buffer solution are presented in Fig. 10. The squares represent different experi-

mental runs with the symmetric splitter for the given relative particle size dp=Dh. The circles

belong to the experiments with the asymmetric splitter. The mean efficacy of sr ¼ 1:86þ0:28
�0:34

was increased to 2:25þ0:26
�0:16, where the deviations represent the experimental span of the separa-

tion ratio. A relative increase in the efficacy by roughly 21% was gained by changing the

splitter’s geometry. The reason for a lower increase in separation efficacy than expected theo-

retically is to be searched for in the stream splitting surfaces12,32 caused by the splitter itself.

While a symmetric splitter leads to symmetric flow rates towards the outlet ports, asymmetric

flow rates lead to asymmetric splitting surfaces in the vicinity of the splitter.12,32 These split-

ting surfaces influence the flow rate towards the outlets so that the theoretical increase in flu-

idic resistance as given above does not lead to an according decrease in the experimental flow

rate. If the equilibrium position of the focused particles deviates a little, the particles might

even bounce to the outer outlet. If carrying out systematic studies for the splitter geometry,

these splitting surfaces have to be modeled according to theoretical ideas of Giddings and

Williams.32

FIG. 10. Separation efficacy in dependence from the relative particle size, the different symbols denote the symmetric (�)

and asymmetric (�) splitting of the outlet port.
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B. Two-step spirals

In a second stage of the experimental investigations, the larger two of the aforementioned

single spirals was continuously connected (see Fig. 6). The inlet port for the system was placed

in the center of a spiral of 6 mm in radius and 3.5 windings. The last winding was split into

two equal channels, keeping the cross-sectional geometry. These two channels represented the

inlet for the following spirals, 4 mm in radius each, and with a length of 5 windings. Each out-

let of these spirals was again split into two equal outlet ports. The smaller spirals were identi-

cal, and positioned mirrored to each other to keep the fluidic resistance in both spirals identical,

resulting in identical volume flow rates. The configuration offers the opportunity to determine

the separation ratio for the larger spiral, as well as the follow-up separation ratios of the smaller

spirals separately and the one only regarding the concentration of the inner outlet port of the

inner 4 mm spiral. Fig. 11 presents what is gained from this two-step separation. Fig. 11 depicts

the experimental result of samples not containing blood as separation ratio depending on the

relative particle size, where �-symbols stand for the separation ratio determined by the outlet

concentration of the inner 4 mm-spiral’s inner outlet and the average inlet concentration. The

�-symbols represent the separation efficacy of each spiral individually with regard to the aver-

age concentration of the single spirals determined by the concentrations of inner and outer out-

let port. Fig. 11 presents the experimental results of samples containing 20% of whole blood

with the same scheme.

Concentrating on the buffer-only samples in Fig. 11 points out that the one step separation

in these spirals led to an averaged efficacy of the process of 1.87 for particles of dp=Dh � 0:2,

and to 1.95 for dp=Dh � 0:12. With the determination of the overall efficacy of both steps, the

efficacy was increased by a factor of 2–3.79 in the first and by 1.9–3.63 in the second case

when comparing the inlet concentration with the concentration at the inner fraction of the inner

4 mm-spiral. Looking at Fig. 11 shows that this behavior cannot be found with the blood-

containing samples. Their handling was quite challenging. Applying the same volume flow rates

as in the case of the buffer solution, the pressure along the channel, if using blood containing

samples, as shown in Eqs. (11) and (12), increases significantly due to the rheological behavior

of the blood samples. While the rheological behavior of the blood did not cause severe prob-

lems in the single spirals with approximate duct-lengths of 120 mm–130 mm, the influence on

the pressure in the two-step spirals with an approximate length of 240 mm often caused the spi-

rals to collapse. The small number of successfully conducted experiments showed that an

increase in separation efficacy up to around 2.6 was possible in the two-step configuration. This

value corresponds to an efficacy of 1.6 in each step, which is reasonable with regard to Fig. 9.

FIG. 11. Separation ratio of single spirals sr (open symbols) and two-step spirals (filled symbols) in relation to their relative

particle size (dp=Dh). The used carrier liquid was phosphate-buffered solution (cb¼ 0) (black circles) or diluted human

whole blood (cb > 0) (red squares).

044110-13 Sprenger et al. Biomicrofluidics 9, 044110 (2015)



The continuous two-step procedure in the present configuration cannot be applied to the separa-

tion purpose reasonably.

V. CONCLUSIONS

Separation of solid spherical particles from samples containing up to 20% human whole

blood led to a particle enrichment factor of 1.97. The two-step separation process in a blood-

free sample resulted in the expected increase in separation efficiency from a factor 2–3.8.

However, samples containing blood were difficult to handle in the two-step setup, and did not

lead to a significant improvement in separation.

The two experimental main challenges linked with the separation from blood samples were

hydrodynamic interactions between cells and the rare components as well as the blood-sample’s

viscosity. The hydrodynamic interactions were very complex since the order of magnitude of

all components contained in the system was identical. Only RBCs alone tend to interact

strongly, an interaction with the solid spherical particles can therefore be expected. Further nu-

merical and experimental work might shed light on different regimes of interactions, and their

influence on the flow field. Regarding rheological properties, the blood-containing samples were

more viscous than the buffered carrier liquid resulting in a significant increase in pressure at

the channel’s inlet. Even focusing on a minimum length for the two-step spirals, the inlet pres-

sure, needed to flow the sample through the chip, quite regularly led to a collapse of the chan-

nel. Future, experimental and numerical work has to be focus on the determination of the

critical pressure leading to that collapse. Nonetheless, separation from moderately diluted whole

blood samples by Dean flow is a promising method.
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